A microfluidic device designed for electrochemical studies on a microliter scale has been utilized for the examination of impurity levels in ionic liquids (ILs). Halide impurities are common following IL synthesis, and this study demonstrates the ability to quantify low concentrations of halide in a range of ILs to levels of ∼5 ppm, even in ILs not currently measurable using other methods such as ion chromatography. To validate the mixer device, the electrochemistry of ferrocene was also examined and compared with spectroscopic and bulk electrochemistry measurements. An automated "sample preparation, delivery, and calibration" method was developed, and the chip successfully used for linear sweep, cyclic voltammetry (under both quiescent and steady-state flowing conditions), square wave voltammetry, and differential pulse voltammetry. An effective method of electrochemically cleaning the electrodes is also presented.
In the past decade, the use of ionic liquids (ILs) as alternative solvents and media for a wide range of applications has expanded significantly in both academia, as well as in industry. [1] [2] [3] [4] [5] The importance of impurities in ILs has been recognized by many researchers in this area with water, halide, and metal impurities from the synthesis of the ILs being the most prevalent. These affect both physical and chemical properties of the media, for example, drastically increasing viscosity 6 and thermal conductivity, 7 while also poisoning catalytic reactions. 8 Additionally, Jacquemin et al. have quantified the effect of halide and water content on the density of a wide range of ILs as a function of pressure and temperature, highlighting the importance of being able to measure their concentration accurately.
9,10 It should be noted that typical commercial samples contain between 10 and 1000 ppm of halide from their synthesis. 11 The purity strongly determines their cost because of the loss of IL during multistage purification.
With respect to halide content, although commonly used, the technique of using the "silver nitrate" is only qualitative and is insufficient to examine ILs for many applications. 12 However, a number of other methods have been demonstrated for the quantification of halide in ILs, although it is important to note that many have only been investigated for halide in water-miscible ILs with few studies aimed at more hydrophobic ILs, such as those based on tetraalkylphosphonium cations or trispentafluoroethyltrifluorophosphate ([FAP] -) anions. These techniques include Volhard (silver nitrate) and chloride-selective electrodes, 6, 13 spectrophotometry using fluorescent indicators, 14 ion chromatography (IC), [15] [16] [17] [18] [19] 20 capillary zone electrophoresis, 21 XPS, 22 and electrochemistry. [23] [24] [25] IC has been demonstrated to be a versatile technique for the determination of halides in both hydrophobic and hydrophilic ILs. For example, Villagrán et al. 23 In general, the electrochemistry techniques employed to date require a significant volume of IL (at least ∼1000 µL) for each sample, and multiple samples are required to produce calibration curves. In addition, each sample takes a significant amount of time to measure, including electrode preparation, multiple sample preparation, cleaning and reassembly of set up, and the measurement. The techniques used, to date, for ILs and the LOQ/mass used in each with limitations are summarized in Table 1 . It should be noted that all methods currently used routinely require a calibration curve; therefore, preparation times for the analysis of the IL samples can vary significantly depending on the dilutions required and the number of data points on the calibration curve. This paper examines the use of a microfluidic device incorporating a mixer and electrochemical cell to provide an automated voltammetric method of determination of halide content in ILs using a small volume of IL. A number of considerations are required to be taken into account and assessed prior to implementation of the technology. Because of the small area of the electrodes, the limits of detection and quantification need to be examined in detail. Moreover, the issue of measurement reproducibility is important with both electrode cleanliness and sample to sample contamination, important considerations for assembled devices. Most polycrystalline electrodes require either periodic resurfacing or pretreatment to maintain optimal and reproducible behavior. 26 For the device used herein, platinum is used as the electrode material which is commonly used for both macro-and 27 However, it is also prone to oxide formation and the adsorption of foreign species; thus, reproducible electrode handling is required to generate a reproducible response. As well as physical resurfacing by the use of abrasive materials, electrochemical cleaning is a method of surface regeneration. Typically, for platinum, this takes the form of deliberate oxide formation at oxidative potentials followed by oxide dissolution at reductive potentials to yield a regenerated Pt surface. 26 However, this requires the original introduction of a potential oxide forming compound, such as water. Therefore, while this method is favored for aqueous studies, its use in ideally anhydrous or non-aqueous electrochemical studies is limited. An alternative mechanism is the generation of gas bubbles, or the generation of chemically reactive reagents to clean the electrode surface. This issue has been addressed in detail in this paper.
Because of their high viscosity and low diffusivity compared with commonly employed molecular solvents, few studies have examined the use of microchannel devices with ILs. For example, de Mello et al. use electric current through IL in a microchannel to provide heating and, thereby, temperature control on a microfluidic device.
28 Chen et al. examined the mixing of a fluorescent dye in IL streams in a chain of special microchannel elements.
31 However, to date microchannel devices incorporating electrochemical cells and their use for analytical purposes have not been examined.
The preparation of known concentrations for calibration purposes in this work used an automated procedure employing syringes, syringe drives, and a mixer device. The precision of the mixture composition produced by the device is demonstrated in the paper. A further aspect of accurate measurement of a particular sample solution is deposition of a pure aliquot of that sample in the volume of the measurement cell. In order for pre-existing sample liquid not to contaminate the deposited sample adequate volume flushing of the supply path with the new sample liquid must be achieved.
EXPERIMENTAL SECTION
Materials and Synthesis. 1-Butyl-3-methylimidazolium chlo- -based ILs which cannot currently be measured using IC. The water content was determined by volumetric Karl Fischer titration using a Mettler Toledo DL31 titrator. All ILs were found to have halide concentrations below the detection limit of suppressed ion chromatography (ca. 5 ppm). All ILs were dried under high vacuum at 70°C prior to use, until the resulting IL contained a residual water content of <0.01 wt %. The ILs were stored in a N 2 -filled glovebox where all solutions were prepared and the reservoirs were loaded.
Instrumentation. All experiments and automated syringe loading were carried out in an air-conditioned room (temperature 20 ± 1°C).
Macro-scale electrochemical determination of chloride content was carried out in glass cells using 2 g of IL, and performed with a three-electrode arrangement with a platinum (1.6 mm diameter) working electrode and two platinum wires as counter and pseudoreference electrodes. The cell and electrolyte were purged with argon prior to use. The Pt electrode was polished successively with 5, 1, and 0.01 µm alumina slurries on lapping pads.
Both macro-scale and on chip determination of the chloride concentration by cyclic voltammetry (CV) as well as phenol passivation and cleaning experiments were recorded with a PC controlled potentiostat/galvanostat EG&G Model 273A, using the EG&G EChem software. All other experiments were recorded with a PC controlled Autolab µAUTIII potentiostat, using Eco Chemie GPES 4.9.
Details of the Microfluidic Device. The apparatus for the automated sample preparation and delivery used Nemesys syringe drives (Cetoni) with 250 µL Gastight syringes (Hamilton) to control flow through a network constructed from two glass chips supplied by Micronit Microfluidics and interconnecting capillary tubing and fittings (Upchurch). The maximum injection rate for each syringe within the system was 0.1 µL s -1 based upon specified pressure tolerances for the syringes. The first glass chip contained an 18 element tear-drop mixer 32,33 supplied off the shelf (Micronit TD18), and the second chip was designed in house and included the electrochemical cell used in the experiments. Figure 1a shows a diagram of the flow network. The two syringes A and B supply the mixer to create a prescribed uniform mixture for the electrochemical cell. For example with syringe A filled with a known ferrocene and IL mixture and syringe B with a pure IL, a ferrocene solution of concentration anywhere in the range from zero to that of the syringe A solution can be supplied to the electrochemical cell. The additional syringe, C, is filled with an IL with high chloride concentration for use as an electrode cleaning agent. The volume flow rates from syringes A and B determine the concentration emerging from the mixer once steady conditions are reached and, again depending on the flow rates set, either flow from the mixer or from Syringe C can be sent to the electrochemical cell. Thus, under computer control of the three syringes considerable flexibility in the sequence of flow is available. Figure 1b shows the two chips clamped in holders facilitating the flow and electrical connections. The flow connections were made using Nanoport fittings and ferrules, PEEK (27) MicroTee fitting and 150 µm internal diameter PEEK capillary tubing (Upchurch). Electrical connections were made using standard spring pins (RS). The mixer is expected to produce uniformity at is outlet of less than 0.1% standard deviation in composition relative to the average for the conditions of operation. 34 The electrochemical cell cavity encloses 260 nL volume and is formed by wet etching 75 µm into one glass layer and depositing a 100 nm thick platinum pattern on a second to form the cell electrodes and electrical connections. When the layers are bonded together the cell is completed, with etched passages 250 µm wide (and 75 µm deep) leading flow to and from the cell. The electrodes overlap the edges of the cell as indicated in Figure  1a such that the contact area with fluid in the cell is 0.0033 cm 2 for the working electrode and 0.0015 cm 2 each for the pseudoreference and counter electrodes. The holes leading from the chip channel passages up to the capillary connections in both the mixer and the electrochemical chips are powder-blasted, and these holes have volumes 1.1 and 0.3 µL, respectively.
When switching from one stream or mixture to the next it is necessary to clear out the existing solution so the desired composition is present in pure form in the electrochemical cell. Achieving this requires passing a sufficient volume along the path leading from the point of introduction of the new solution (the junction leading into the mixer in this case) through to the outlet of the cell. The larger this path volume, the more solution volume must flow to produce a given level of purity. Thus, the internal volume (capillary tubing and chip passages including connection holes, channels, and the electrochemical cell itself) between the mixer junction and cell outlet is an important parameter. This path volume is estimated to be 3.8 µL.
Two things are crucial to ensure pure deposition in the cell can be achieved. First, unused streams must be retracted from the junctions through which the desired solution flows. Otherwise diffusion of material from the unused streams into the stream that is being deposited will mean contamination of the solution used to flush the path volume. While eventually the unused streams at a junction will be cleared by the diffusion this will take an impractically long time and large amount of sample solution to achieve good sample purity in the cell. Efficient clearing, therefore, requires an initial rapid retraction of all unused streams back away from the junctions so the desired solution may pass uncontaminated.
Second, when the syringe drives are stopped mechanical relaxation occurs (in the drive mechanism, syringes, and liquid) which produces a brief continuation of flow from all syringes. The materials associated with this flow has an uncontrolled composition and must not reach the electrochemical cell. It may be possible to compensate to a large degree for the relaxation by retraction of the syringes to minimize the leaked solution volume. Herein, the experiments were conducted such that the path volume between junction and electrochemical cell was sufficiently large for the uncontrolled mixture not to reach the cell. For the flow rates, and hence pressure changes, used in the experiments the relaxation flow is estimated to expel up to 100 nL from each syringe supply. Thus up to a total of 300 nL may leak from the three solutions. Approximately twice that volume of the passage may be affected since the core of the flow travels further than the average (by exactly twice in a capillary passage, see, e.g., ref 35). With the downstream passage volume being 1 µL for the T junction and 3.5 µL for the mixer junction, the electrochemical measurement cell should be protected from the uncontrolled mixture produced during relaxation.
RESULTS AND DISCUSSION
Validation of the Injection Protocol and Mixer Chip to Accurately Prepare Known Mixtures. Although the effectiveness of the low Reynolds number mixer chip has previously been demonstrated, 33, 34, 36 the combination of an automated injection system plus mixer chip (Figure 1a,b) had not been validated to produce known concentrations of samples inside a subsequent chip. The protocol used was, therefore, tested using ferrocene (Fc) solutions measured using UV-vis absorption spectroscopy. A concentrated sample of ferrocene (50 mM, ca. 15000 ppm) was prepared in methanol (MeOH) and loaded into syringe A, while pure MeOH was loaded into syringe B. Consecutively, eight mixing ratios were then used to prepare 1000 µL samples for off chip analysis, after passing through the entire system, and after discarding the first ca. 100 µL. Figure 2 compares the UV-vis absorption as a function of concentration prepared on chip, as well as off chip, using micropipettes. Ferrocene is known to possess two absorption peaks in methanol, corresponding to 325 and 440 nm, 37 and both methods gave consistent data with linear plots of excellent fit demonstrating the reliability of the mixing and injection methodology under steady flow conditions.
ILs have a much higher viscosity, in general, than molecular solvent and therefore the mixing of ILs was validated within the microfluidic device using stop-flow and the electrochemistry cell. Figure 3 displays the correlation between both the peak area and the peak current of the Fc oxidation peak versus the Fc concentration expected from the mixing chip. In both cases a good linear fit between 0-50 mM was obtained demonstrating that efficient and predictable mixing was achievable with the high viscosity media. Figure 4 shows the effect of scan rate on the peak area and peak current using a 50 mM solution of Fc in [C 4 mim][NTf 2 ] over 5 to 300 mV s -1 . In each case an ideal linear response was observed.
By increasing mass transfer, the size of the current response at the electrode can be increased. As such, steady-state voltammetry is a desirable technique for low concentrations of analyte. CVs were carried out for injection ratios for syringe A containing 50 mM solution of ferrocene in [C 4 Figure 5a ). Under all conditions used, steady state current response was observed with a linear current response with Fc concentration. Therefore, steady state voltammetry can be carried out using this apparatus, including automated mixing of sample, while only consuming IL on the µL-scale. Figure 5b also includes the peak current values and peak area values for the three injection ratios when scanned under quiescent conditions. From the definition that sensitivity is the current response divided by concentration, it is observed that peak area is still a more sensitive means of concentration determination than peak current. However, steady-state voltammetry offers an improvement over quiescent peak current measurement.
Electrochemical Quantification of Halide Content by CV: Comparison between Microfluidic Device and Conventional
Macro-Electrode Setup. Villagrán et al. reported that linear sweep voltammetry at a glassy carbon (GC) macro-electrode can be used to quantify chloride content in ILs using chloride oxidation with a limit of quantification at the parts per million level. 24 For example, a limit of quantification of 4.2 ppm was found for [C 4 mim][NTf 2 ] using this methodology. This procedure was repeated in an electrochemical cell using a Pt macro-scale working electrode and two Pt wires as counter and quasireference electrodes to mirror the setup in the microfluidic electrochemical cell. 38 Linear correlations were observed between peak current and chloride content at scan rates of both 5 mV s -1 and 100 mV s -1 (Figure 6 ). The scans at 5 mV s -1 were observed to be more reproducible but took approximately 260 s to complete, while scans at 100 mV s -1 took about 13 s and gave greater current response but poorer signal-to-noise ratios at lower Cl -concentrations, that is, at 100 mV s -1 . The same solutions were also analyzed by linear sweep voltammetry on chip. It should be noted that for these experiments a single syringe and syringe pump was used, and the mixer chip was bypassed. A strong correlation between current and chloride content was also observed over all concentrations on the microfluidic device. Panels b and d of Figure 6 display the linear sweep scans for all chloride contents at 100 mV s -1 and the correlation between peak current at 5 mV s -1 and 100 mV s -1 with added chloride content, respectively. The improvement in the linear correlation upon moving from the macro-to the microscale setup is attributed to the fixed position of the electrodes within the cell. In the macro-electrode more variability of the distances between the working, counter, and reference electrodes is possible and, therefore, the microfluidic device presents a clear improvement for repeated analytical work. In addition, the macro-electrode experiments typically used at least 15000 µL for a ten-point calibration with [C 4 mim][NTf 2 ], compared with about 1000 µL (sample + chloride-spiked sample) on the microfluidic device showing the benefit of moving to the small scale.
Flushing of the Microfluidic Device. To investigate a large number of samples while minimizing the volume used, it is necessary to be able to flush out the preceding sample with the next sample. To evaluate the efficiency in flushing out the old sample, the number of volume changes required to completely remove a sample from the electrochemical cell was examined. Volume changes were delivered incrementally, six path volume changes at a time, with the flow stopped between increments to allow a CV scan to be made. While this is not ideal since mechanical relaxation causes the retracted unused streams to flow into the path volume, it was a convenient way to collect data. Three concentration samples of Fc solution in [C 4 mim][NTf 2 ], 66 mM (∼12500 ppm), 26.4 mM (∼5000 ppm), and 6.6 mM (∼1250 ppm), were introduced into the cell, and CV was used to measure the concentration of Fc as a function of the number of path volume changes of pure [C 4 mim][NTf 2 ] injected as the washing solvent. Although a significant drop is observed, beyond 12 volume changes the Fc concentration appears to have reached a plateau value dependent on initial concentration as can be seen by plotting the data on semilog axes, Figure 7 . The decay in contamination concentration is expected to be more rapid than exponential for this convection-diffusion process while the plateau tendency of the results shows a far slower than exponential decay. The likely cause is the incremental delivery which, because of the relaxation effect, allows deposition of some Fc solution into the path volume downstream of the mixer inlet junction following each increment.
Electrode Fouling and Regeneration Techniques. Because of the fixed nature of the electrochemical cell within the microfluidic device, it is not possible to clean the electrodes by mechanical means and, therefore, chemical cleaning is necessary. To investigate the efficiency of such cleaning, the electrodes were deliberately passivated using phenol oxidation and polymerization.
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Recently, Villagrán et al. demonstrated that in [C 2 mim][NTf 2 ] using a GC electrode, phenol displays a single oxidation peak, and bulk oxidation leads to the formation of polymerization product. 39 After injecting a 15 mM solution of phenol in [C 4 mim][NTf 2 ], three consecutive CVs showed initially a large oxidation peak at about +1.75 V versus Pt followed by no clear oxidation peaks in the second and third scans (Figure 8a) . Similarly, on injecting a 15 mM solution of ferrocene in [C 4 mim][NTf 2 ] after passivation, no significant oxidation features were observed (Figure 8b ). The fact that the passivation was not removed after flushing indicates that the electrode surface was fouled by a strongly adsorbed layer.
Alternating the polarity of platinum electrodes has the potential to desorb some adsorbed compounds, especially charged compounds. 26 Cleaning of this type was evaluated by rapidly scanning A comparison of peak current using (c) a macro-electrode setup at 5 mV s -1 (9, R 2 ) 0.985) and 100 mV s -1 ((, R 2 ) 0.978) and (d) the microfludic device at 5 mV s -1 (9, R 2 ) 0.994) and 100 mV s -1 ((, R 2 ) 0.992). was introduced into the cell and the potential held at +2 V for 60 s, to generate Cl 2 . Prior to this treatment, no chloride oxidation was observed because of the phenolic passivation; however, following sustained oxidation of the chloride to chlorine, scans of the chloride solution demonstrated gradually increasing oxidation peaks, reaching half the expected size after 7 treatments and producing chloride oxidation peaks consistent with that observed prior to phenol oxidation after 12 treatments (Figure 9 ). Careful control of the potential was also required as electrolysis at potentials of g+2.2 V, that is, beyond the oxidative window of [C 4 mim][NTf 2 ], was found to result in an overall decrease in the chloride oxidation peak because of passivation by oxidative decomposition of the IL, an effect that was only reversed by further chlorine generation at +2 V. Figure 9 indicates the effect of cleaning the electrode by showing CV scans of ferrocene at various stages of cleaning.
Optimization of Electrode Regeneration. On measuring the chloride content in the ILs using the microfluidic device, at high chloride concentrations there was sufficient generation of Cl 2 to clean the electrodes resulting in excellent reproducibility between samples. Therefore, no secondary cleaning was necessary. However, at lower chloride concentrations, typically below values of 40 ppm, the reproducibility decreased and additional surface regeneration in the form of Cl 2 generation was required. To produce sufficiently clean electrodes, a minimum chloride concentration of 400 ppm was required with the time taken for the treatment dependent on the concentration and the IL used. In general, it was found that four 15 min Cl 2 pretreatments generated using a 400 ppm Cl -solution with flushing the chip with a fresh 400 ppm solution between each treatment was adequate to give reproducible results. This was achieved using a single syringe operation filled with the 400 ppm Cl -IL solution. While a 60 min long pretreatment step between samples using 400 ppm chloride solutions proved excellent for small batches of samples, the time required for the cleaning significantly reduced the turnover of samples possible. Much shorter treatment times were possible by increasing the concentration of chloride in [C 4 mim][NTf 2 ]. Following fouling of the electrodes, the oxidative peak current of 40 ppm chloride was measured to probe electrode cleanliness. Using a 5 min treatment with either 2000 and 4000 ppm chloride did not result in reproducible oxidation currents (vs the established 60 min cleaning with 400 ppm Cl -), indicating that a consistent electrode surface was not being achieved. In contrast, chlorine generation for 5 min using a 8000 ppm chloride solution resulted in a peak area within ∼25% of that observed after the 60 min cleaning method. Furthermore, extending the cleaning time to 10 min resulted in a peak area ∼5% of the ideal value. It should be noted that, although the cleaning protocol can be significantly speeded up by the use of solutions containing higher chloride content, more IL is used in flushing the chloride solution from the electrochemical cell to reach acceptable purity prior to analysis of the next sample.
Quantification of Chloride Using Square Wave (SWV) and Differential Pulse (DPV) Voltammetry. While both square wave (SWV) and differential pulse (DPV) gradually scan through ranges of potentials in a manner similar to linear sweep voltammetry, both techniques also subtract background current. This typically leads to improved signal-to-noise ratios and results in more sensitive and reproducible data. This was demonstrated in the quantification of halide in ILs by Villagrán et al. Therein, while LSV and SWV measurements of chloride content in [C 4 mim][NTf 2 ] gave limits of detection (LOD) of 4.2 and 4.3 ppm, respectively, SWV gave a significantly lower limit of quantification (LOQ) of 6.8 ppm relative to 25.6 ppm from linear sweep voltammetry.
Halide contents between 5 and 40 ppm were investigated using SWV and DPV in [C 4 . A standard procedure was followed, whereby syringe A was loaded with a solution of 40 ppm of the chloride salt of the IL cation dissolved in the target IL, while syringe B was loaded with the pure IL. Syringe C was loaded with a 400 ppm "cleaning" solution of the chloride salt dissolved in the IL to be measured. Samples were then mixed at various concentrations using the automated mixer, and scans recorded using SWV and DPV, with 60 min cleaning (by Cl 2 generation) performed between the different scans/samples. In the case of [P 666,14 ][NTf 2 ], it was dissolved in acetonitrile at a weight ratio of 4:1 IL/ acetontrile to decrease the viscosity of the IL and thus improve the peak current with respect to the background current. In the case of [C 4 mPyrr] [FAP], an 8000 ppm chloride cleaning solution was used over 10 min. Figure 10 and Figure 11 show the peak current and peak area dependencies with respect to the concentration of added chloride in the six ILs tested. Using the criteria of signal-to-noise ratio as limit of detection (LOD) 40 and the lowest value in the linear region as the limit of quantification (LOQ), the LOD and LOQ of each IL using SWV and DPV were determined and are summarized in Table 2 . The LOD and LOQ of the present technique were found to be unexpectedly low considering the small size of the electrodes and the small amount of sample used. With the exception of the tetraalkyl phosphonium based IL with LOQ values of <10 ppm, values observed were comparable to those found using the macroscale electrochemical cell. -or [PF 6 ] -, extended sample runs are required to elute the IL anion even using a gradient elution system with high concentrations of base. 17 Capillary zone electrophoresis has a wider IL range than IC enabling both water miscible and immiscible samples to be studied, but dilution of the sample was still necessary. In this case methanol was used.
21 ICP-MS provides a highly sensitive method for water miscible samples only. For water insoluble samples, the method became unreliable.
20 Similar issues were found with chloride sensitive electrodes where an LOQ ∼ 20 ppm was only found for water miscible samples. 6, 13 The electrochemical methods allow the analysis of the IL samples in their undiluted form with the analysis on the microfluidic device providing a more economical method with respect to sample waste compared with the macro-scale electrochemical setup. Both the macro-and microscale set-ups result in similar LOQ values; however, as demonstrated by the need to dilute the [P 666,14 device allows the versalitility and similar LOQ of capillary zone electorphoresis and, to some extent, IC but uses a smaller volume of IL and offers a nondestructive methodology.
CONCLUSIONS
An automated microfluidic electrochemical device has been demonstrated which can measure the halide content of a wide range of hydrophobic and hydrophilic ILs to levels <20 ppm. As well as the electrochemical cell, the microfluidic device incorporates a mixer chip which enables rapid calibration of the device, and the mixing has been shown to be reproducible even with the highest viscosity ILs tested. A chemical cleaning protocol was established using a high concentration of chloride in the IL to produce reproducible electrode surfaces. In comparison with many other techniques used to measure halide, the electrochemical method is versatile and does not require sample pre-treatment before measurement except for high viscosity samples. By utilizing the microfluidic device, the sample size may be reduced compared with the macro-scale electrochemical setup, and the time between samples reduced to 15 min which includes the time taken to clean the electrodes, as well as the injection and analysis.
